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ABSTRACT

Introduction: Transcatheter closure is an alternative to ventricular septal defect (VSD) occlusion surgery. Nit-
Occlud Lê VSD coil is a new device yet to be evaluated. The study aimed to evaluate immediate and midterm
results after transcatheter closure with the Nit-Occlud Lê VSD device. Methods: The retrospective analysis
included 30 patients with VSD referred for closure during the period from October 2015 to December 2020.
Results: At the time of intervention, the patients’ mean age and body weights were 7.5 ± 5.6 years and 29.3 ±
19.1 kg. The majority of the defects had perimembranous location (24/30), four defects had muscular and two
outlet subaortic position. The mean effective right-side diameter of the VSDs was 3.6 ± 1.3 mm. Single ventricular
fibrillation, device embolization, and hemolysis developed in different patients and were successfully treated.
None of the patients had a complete atrioventricular block. The coil was successfully placed in 25/30 (83.3%)
patients. The majority of the devices were 10 mm × 6 mm (11/25) and 12 mm × 8 mm (8/25) in size. Two patients
required the implantation of a second device. The follow-up period was 2.1 ± 1.4 years. Complete VSD closure
was achieved in 48% of cases immediately after the intervention, 74% during 2.1 ± 1.6 months after the procedure,
and 81% over follow-up. The remaining patients had a trivial residual defect. During the follow-up, approximately
one-third of patients developed trivial aortic and mitral valve regurgitation, and half of the patients acquired
trace/mild tricuspid regurgitation. Standardized (z-score) left ventricular end-diastolic diameter (0.15 ± 0.37 vs.
0.92 ± 0.82, p = 0.005) and left atrium dimension (0.47 ± 0.58 vs. 1.89 ± 1.11, p = 0.005), as well as the left atrium
to aortic root ratio (1.2 ± 0.1 vs. 1.4 ± 0.2, p = 0.005) showed a significant decrease over follow-up related to the
period before intervention. Conclusion: Intervention with Nit-Occlud� Lê VSD coil showed appropriate results
regarding VSD closure rate, complications, and chamber remodeling. The introduction of this device into clinical
practice is a significant step forward in transcatheter perimembranous VSD occlusion.
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1 Introduction

Ventricular septal defect (VSD) is the most common congenital heart disease, representing up to 25% of
all congenital heart defects (CHD). Based on the location VSD can be classified as muscular,
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perimembranous, inlet and outlet. The most common are the perimembranous VSDs (pmVSDs), which
account for up to 70% of all VSDs and up to 80% of all surgically treated ventricular septal defects.
Although surgical pmVSD closure has been a standard treatment for more than 60 years, it carries
minimal, but noticeable risks, such as complete post-surgical atrio-ventricular block (cAVB) in 1%–5% of
the cases, significant residual VSD in 1%–10% of the subjects, the necessity for re-operation in 2% of the
patients and even death in rare cases. Furthermore, infections, tachyarrhythmias, and neurological
complications may occur after surgery [1,2]. Thus, transcatheter pmVSD closure appears to be a
promising and attractive alternative to standard surgical treatment. This especially holds true for a
subgroup of asymptomatic children who present with mild left side chambers volume overload and in
whom potential risks of open-heart surgery may overweigh the potential benefits [3].

This report shows our experience in transcatheter closure of VSD with Nit-Occlud Lê VSD device.

2 Patients and Methods

All procedures were conducted in accordance with the ethical standards of Helsinki Declaration and with
the informed consent obtained from the patients’ legal guardians.

2.1 Patients
This retrospective analysis included 30 patients with VSD referred for closure at Mother and Child

Health Institute of Serbia during the period from October 2015 to December 2020. Primary indications
for transcatheter VSD closure were left chambers volume overload (left ventricular end-diastolic diameter
(LV-EDD) z-score > 1.5, left atrium (LA) z-score > 1.5 or LA to aorta (Ao) ratio > 1.5), pulmonary to
systemic flow ratio > 1.5 and absence of pulmonary hypertension. Selection criteria included the distance
between the VSD rim and aortic annulus of more than 2 mm with estimated final coil position without
touching the aortic valve, body weight over 9 kg and age older than 12 months. Six patients were
excluded from the study because angiography showed a small defect with no indication for transcatheter
closure.

2.2 Device Size Selection
Nit-Occlud Lê VSD coil (PFM: Produkte für die Medizin AG, Cologne, Germany), for pmVSD

transcatheter closure, was introduced in 2010 and has gained a CE mark in Europe [4–6]. The Nit-Occlud
Lê VSD device is a coil made of nitinol wire. It has a cone-in-cone configuration, which means that the
proximal cone is reversed. Polyester fibers are attached to the reinforced left side loops with the aim to
enhance the closure. The device is mostly designed for closure of pmVSDs with aneurysmal septum and
cone-shaped muscular VSD, but also for doubly committed VSDs. Nit-Occlud Lê VSD coil is produced
in sizes 8/6, 10/6, 12/6, 12/8, 14/8, and 16/8 mm (left/distal and right/proximal end, respectively) and the
implantation is performed via 6-F or 7-F sheaths. The size of the device was determined according to the
recommendations: left ventricular diameter of the device was either twice as large as the minimal right
side VSD opening or equal to (or 1–2 mm larger than) the left side VSD diameter [6]. In case of multiple
VSD openings or septal aneurysms, the coil was chosen based on the left side diameter of the aneurysm.

2.3 Procedure
All the patients were subjected to pre-interventional transthoracic echocardiography and routine

laboratory analyses. Catheterisations were performed under general anesthesia, with pre- and post-
procedural antibiotic prophylaxis and heparinisation during the procedure (heparin bolus of 100 IU/kg
body weight). Almost all of the interventions (27/30) were carried out in cooperation with the
international proctor who participated in designing the device (Dr. Trong Phi Le, Heart Center Bremen,
Klinikum Links der Weser, Germany). Initially, left ventricular angiogram was made in order to define
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the size and location of the defect. The VSD diameter was measured at the diastolic phase and an occluder
was selected based on the largest measurement. The device implantation technique (Fig. 1) was described in
detail in previous publications [4,6].

2.4 Follow Up
Follow-up period was 2.1 ± 1.4 years and included clinical and echocardiographic evaluation after the

VSD closure. Left ventricular end-diastolic diameter, left atrium, and aortic dimensions were observed by M-
mode, 2-D echocardiography, and z-scores estimations. Aortic, mitral and tricuspid regurgitation were scored
as none (0), trace (0.5+), mild (1+), moderate (2+), and severe (3+) by combination of Doppler
echocardiography methods (length and area of regurgitation jet, vena contracta, pressure half-time,
retrograde aortic flow), left atrial and left ventricular end-diastolic diameter measurement.

2.5 Statistics
Standard descriptive statistics included mean values with standard deviations, medians with interquartile

ranges and percentages of monitored parameters. The analytic strategy included one-way ANOVA and Fisher
test for comparisons between VSD sizes and closure rates, respectively. The comparison between the pre-
interventional and follow-up findings (LV-EDD z-score, LA z-score, LA:Ao ratio and valvar
regurgitation) was done using the Student paired T and Wilcoxon tests. Probability value of p < 0.05 was
considered statistically significant. Statistical analyses were performed using SPSS 18.0 (IBM Corp.,
Armonk, NY, USA) for Windows.

3 Results

3.1 Patients
The intervention was performed in 30 children (Table 1). A large majority of our patients had a pmVSD

(n = 24) with left side diameter of 7.8 ± 3.2 mm and right-side diameter of 3.5 ± 0.9 mm. The remaining
6 patients had either muscular or outlet VSD with an effective diameter of 3.2 ± 1.0 mm and 6.0 ±
2.8 mm, respectively. There were no patients with inlet or doubly committed VSD in the study. Patients
with flexible device (proximal diameter of 6 mm) had smaller right-side diameter of the VSD, related to
those with stiff device (proximal diameter of 8 mm) (3.2 ± 0.8 mm vs. 4.3 ± 1.7 mm; p = 0.032).

Figure 1: The final steps of Nit-Occlud Lê VSD coil implantation. (a) Complete left coil is deployed in
ascending aorta; (b) the whole system is retracted through the aortic valve and left ventricle until the coil
enters VSD and the final two loops are deployed at the right side of the defect; (c) if the position of the
device is considered adequate, it is released
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3.2 Immediate Results and Complications
In 25/30 (83.3%) interventions PFM coil was successfully placed. Most devices were 10 mm × 6 mm

(11/25) and 12 mm × 8 mm (8/25) in size. Interventions with devices 8 mm × 6 mm, 12 mm × 6 mm and
16 mm × 8 mm in size were performed in three, two, and one patient, respectively. Two patients required
the implantation of an additional device due to persistence of the important residual L-R shunt. The first
patient had aneurysmal configuration of perimembranous septum, with multiple openings on the right
side. After the implantation of the device (12 mm × 8 mm) into the largest defect, control angiography
showed another significant shunt, which was occluded with another PFM device (12 mm × 8 mm). The
second patient had a perimembranous defect with outlet extension, occluded with PFM device 16 mm ×
8 mm. Two days after the procedure she had significant residual shunt with signs of haemolysis
(macroscopic haematuria, haemoglobinuria and plasma haemoglobin concentration decline down to
7.2 g/dL), which was the indication for another device implantation (ADO II).

The procedure was not successfully completed in five patients. The first of these patients had a subaortic
post-Rastelli procedure VSD on intracardiac tunnel, just beneath aortic valve. The catheterisation confirmed
the lack of rim towards the aortic valve and the appropriate position of the device could not be achieved.
During the manoeuvres with the catheters, he developed transitory ventricular fibrillation which was
successfully terminated by a direct current (DC) shock. The second patient had an oblique mid-muscular

Table 1: Demographic data and echocardiographic characteristics of 30 patients referred for Nit-Occlud Lê
VSD implantation

Sex (male/female) 18 (60%)/12 (40%)

Age (years) 7.5 ± 5.6 (range 1.3–19.7)
<5 years: 15/30
5–10 years: 7/30
>10 years: 8/30

Body weight (kg) 29.3 ± 19.1 (range 10.7–72.0)
<20 kg: 13/30
20–30 kg: 8/30
>30 kg: 9/30

Body height (cm) 123.4 ± 32.1 (range 78.0–189.2)

VSD location Perimembranous: 24/30
Muscular: 4/30
Outlet: 2/30

Left ventricle VSD size (mm) 7.2 ± 3.4

Right ventricle VSD size (mm) 3.6 ± 1.3

Aortic regurgitation 0 + (IQR: 0–0)

Mitral regurgitation 0 + (IQR: 0–0)

Tricuspid regurgitation 0.5 + (IQR: 0–1)

LV-EDD (z-score) 0.92 ± 0.82

LA diameter (z-score) 1.89 ± 1.11

LA/aortic root ratio 1.4 ± 0.2
Note: VSD: ventricular septal defect; IQR: interquartile range; LV-EDD: left ventricular enddiastolic diameter; LA: left atrium.
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VSD. Besides multiple repositions, the device could not fill-up the defect and protruded to the right ventricle.
The third patient had multiple right-side openings of the muscular VSD, unsuitable for the guidewire
placement. The fourth patient had occlusion with PDA occluder after failed attempt with PFM coil. The
fifth patient’s device embolized into pulmonary artery with successful retrieval and it was concluded that
there is a risk for stable placement of device due to very thin and mobile perimembranous septum.

Mild complications developed isolated in different patients. Contrast allergy resolved after one dose of
methylprednisolone. Partial thrombosis of femoral artery was treated with streptokinase for 4 h and heparin
for 24 h. Right bundle branch block was noted at first outpatient control after the catheterisation, confirmed
on 24 h ECG Holter monitoring and persisted during one-year follow-up. Premature ventricular beats
occurred the day after the procedure, in up to 8.4% of all beats, with one registered couplet. Propranolol
was initially administered, and the therapy was omitted after three years, without deterioration of the
finding on control 24 h ECG Holter monitoring. Severe complications, such as cAVB, need for urgent
surgical intervention, or death, did not occur.

3.3 Follow-Up
Mean follow-up (FU) period was 2.1 ± 1.4 years. Complete VSD closure was achieved in 48% of cases

immediately after the intervention, 74% during 2.1 ± 1.6 months after the procedure, and 81% over FU.
Remaining patients had trivial residual defects. Complete VSD closure rate depended on the type of
device. Namely, patients with flexible device (proximal diameter of 6 mm) had complete occlusion rate of
92%, while patients with stiff device (proximal diameter of 8 mm) had closure rate of 63% during FU (p
= 0.253).

During the follow up three patients had rhythm disturbances unnoticed before intervention, one had
paroxysmal supraventricular tachycardia and two had premature ventricular beats. Two patients had
episodes of headache. Over the FU, approximately one-third of the patients developed trace (0.5+) of
aortic and mitral regurgitation, while the development of mild (1+) aortic and mitral regurgitation was
noticed only once (p = 0.034 and p = 0.011, respectively) (Fig. 2). Half of the patients acquired trace/mild
tricuspid regurgitation (p = 0.105) (Fig. 2). Nevertheless, the end-diastolic diameter of left ventricle
showed statistically significant decrease over FU compared to period before intervention (p = 0.005), as
well as the size of left atrium (p = 0.005) and left atrial/aortic root ratio (p = 0.005) (Fig. 3).

Figure 2: Development of the trace/mild aortic, mitral, and tricuspid regurgitation were demonstrated over
the follow up (each box shows median and interquartile range (the box length), while asterisk represents
value outside of the 1.5 box length)
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4 Discussion

Since pmVSD is the single most common CHD, its transcatheter closure was always a procedure of great
interest to interventional cardiologists. This especially holds true for asymptomatic children with borderline
VSD and signs of left chambers volume overload, in whom the open-heart surgery is questionable and in
whom the transcatheter closure offers significant advantages, such as reduced psychological impact, no
scar, shorter hospital stays, faster time to normal activities, etc. [1,3].

Although it has been nearly 35 years since Lock, in 1988, described the first successful transcatheter
pmVSD closure, the ideal device is yet to be developed [7]. During the last three decades, many devices,
such as Rashkind umbrella device, Starflex device, and Amplatzer duct occluders (ADO I and ADO II),
have been used for pmVSD closure. Initially, large delivery sheaths were required, complex implantation
techniques were needed, and interference with aortic and tricuspid valves and significant residual
shunting were quite frequent [2]. Nonetheless, every new generation of devices was significantly better
than the previous ones. The introduction of an Amplatzer membranous VSD device in the second half of
the 1990s made the procedure significantly less risky to perform, increased the closure rate and reduced
the valve complications, enabling the results to be comparable to the surgical ones [2,4]. Recently
developed Nit-Occlud Lê VSD coil we used to close pmVSDs in our patients has many features which
make it close to an ideal closing device. It is relatively easy to apply through a small venous sheath,
suitable for different forms of VSD, retrievable, allows repositioning and the closure rate is high.

During the five-year period in our study, 25 interventions of VSD closure with a PFM device were
performed. It is our policy not to close small VSD in patients who are asymptomatic and do not have
unquestionable left chambers enlargement. On the other hand, in patients with left-side volume overload,
closure is necessary in order to prevent pulmonary arterial hypertension, ventricular dysfunction,
arrhythmias, aortic regurgitation and development of double-chambered right ventricle [2]. Immediate
complete occlusion in our study (48%) is comparable to multicenter study on PFM device occlusion
published by Haas (48%), European Registry study of Amplatzer-like discs (65%) and investigation by
Yang et al., who mostly used the so-called Shanghai modification of original Amplatzer pmVSD disc
(53%) [1,2,4]. Considering follow-up results after Nit-Occlud Lê VSD coil implantation, we showed
complete closure in 74% and 81% of patients over two months and two years after the procedure,
respectively. Hass et al. reported complete occlusion rates of 89%, 95%, and 99% three months, one, and

Figure 3: The effect of transcatheter VSD closure on left ventricular end-diastolic diameter (LV-EDD)
z-score, left atrium diameter (LA) z-score and left atrium/aortic root (LA:Ao) ratio (each box represents
mean value ± standard deviation)
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two years after device implantation, while Odemis et al. showed occlusion rate of 85%–90% over 6–
12 months FU (Table 2) [4,5,8]. We showed that the complete closure rate depends on the stiffness of the
device (diameter of the proximal end). Although important, this finding in our group did not achieve
statistical significance, presumably due to an insufficient number of patients. In our opinion, the main
reason for different complete closure rates is based on the facts that VSDs occluded with “stiff” devices
(proximal diameter of 8 mm) were initially larger and that “stiff” devices might be less adjusting, leaving
the loops slightly less twisted and enabling a possibility for residual shunts, even beside the adequate size
of the device. Therefore, the less favorable outcome in our group of patients, with respect to the
persistence of a trivial residual shunt, might be explained by the fact that we used “stiff” device in 36%
of patients, while it was used in 15% and only 5% of patients in the Haas and Odemis study, respectively.
This is in agreement with a French study in which “stiff” device was used in 62% of patients, and
residual shunt persisted in 15% of patients during 27 months FU [9]. However, Kozlik-Feldmann showed
residual shunt in 46% and 31% of patients three months and two years after device implantation,
respectively (Table 2) [10].

The percentage of post-interventional immediate and late permanent cAVB of nearly 4.8% after VSD
closure with Amplatzer device was unacceptably high which, in most European centers, resulted in the
abandonment of the procedure [2,4]. However, recent data from the multicentric study based on mostly
Amplatzer device VSD occlusion showed a decrease in the occurrence of cAVB [11]. Chinese data
suggest that rigidity of the discs and increasing clamping forces due to a very short distance between
them might be the two most important causes of post-interventional cAVB [1]. Others believe that the
concept of stenting and clamping the defect, per se, is responsible for the development of post-
interventional cAVB, because of mechanical pressure exerted on surrounding tissue [2,4,5]. However,
ADO II and Konar-MF occluders are promising devices for transcatheter pmVSD closure, with
advantages in device softness, designed to provide high conformability to septal defects with lower risk
of heart block [12–14]. Contrary to the “stent and clamp” occluding concept, flexible Nit-Occlud Lê VSD
coil closes the hole by filling it, therefore it does not exert mechanical pressure on surrounding tissue.
Closure with the coil is additionally achieved by its reinforced distal (left) loops covered with polyester
fibers. Consequently, the risk of post-interventional cAVB is minimal and no permanent cAVB (with
exception of one case from Vietnam) has been reported, after approximately 400 procedures having been
described so far worldwide (Table 2) [4,5,8–10,15]. Similar to others, we found no cAVB after the
procedure. Thus, Nit-Occlud Lê VSD offers the occlusion rate similar to Amplatzer-like devices, but at a
higher safety level [4].

Hemolysis appears to be the single most important complication after PFM device VSD closure, with an
incidence of 8% (Table 2) [4,5,8–10,15]. It is more frequent with PFM device than with Amplatzer disc,
because the closure of a moderate/large VSD with PFM device is more likely to end with significant
residual shunt, due to the design and softness of the device. Hemolysis is transitory in most cases (5.6%)
and can be managed conservatively. Severe cases (2.4%) require placement of a second device or surgical
explantation [16]. In the Haas study, 4/102 patients (3.9%) developed hemolysis. In 2 patients (1.9%) it
resolved spontaneously, one needed surgical explantation, and one required a second device, same as the
patient in our study.

Overall rate of embolization of the Nit-Occlud Lê VSD coil is 1% (Table 2) [4,5,8–10,15]. We had one
patient with device embolization into pulmonary artery, which was resolved by retrieving the devices with a
snare, as previously described [10].
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With respect to conduction abnormalities and arrhythmias, we found one new-onset right bundle branch
block (RBBB), which is in concordance with previously reported data. One patient with suboptimal coil
position had a trivial residual shunt, a new-onset trace of aortic regurgitation (AR) and frequent
premature ventricular contractions (PVCs) that needed anti-arrhythmic therapy. Of note is that frequent
PVCs that would need pharmacological treatment after Nit-Occlud Lê VSD coil implantation were not
reported so far. To avoid such complications, optimal coil positioning and configuration is mandatory.
Finally, one patient had a paroxysmal supraventricular tachycardia (PSVT) attack one year after the PFM
coil implantation. PSVT attacks did not recur after initiation of anti–arrhythmic therapy, but this also is an
event that has not been previously reported regarding PFM device VSD closure follow-up.

Development of trivial aortic and mitral regurgitation was observed in approximately one third our
patients, and half of the patients acquired trace/mild tricuspid regurgitation. In their multicenter study,
Haas et al. reported also a trivial aortic and tricuspid post-interventional incompetence. Persistent trivial/
mild AR post PFM device implantation was also observed by Chungsomprasong et al. [8]. The incidence
of aortic and tricuspid valve damage that require surgery is less than 1% (Table 2) [4,5,8–10,15].
Absence of the important valvar incompetence was explained by the fact that PFM device is flexible and
does not affect the valves significantly. Be that as it may, the frequency of new-onset AR, although it was
only trivial/mild, is of concern. The real significance of AR requires longer follow-up and analysis of
progression of the regurgitation, until then, it remains an obstacle in this technique and deserves attention.
Explanation for the new-onset aortic regurgitation might be in affecting the valve by implantation
technique (i.e., AV loop formation and crossing the aorta by the coil). Additionally, released device can
“capture” the chords of tricuspid valve and change the anatomical relations in the heart [9]. However,
ADO II and Konar-MF occluders can be introduced in flexible retrograde approach, without
establishment of AV loop, which can avoid tricuspid and aortic valve injuries [14].

Introduction of Nit-Occlud Lê VSD device into clinical practice has made a significant step forward
towards transcatheter small/moderate VSD occlusion as a first method of choice. Data presented in this
study demonstrate that transcatheter VSD closure with PFM device is feasible in significant number of
patients, with good initial success, acceptable follow-up occlusion rates and minimal risks and
complications. The most important effect is normalization in size of both left ventricle and left atrium.
Namely, acquired trivial valvar insufficiency is hemodynamically much less important than left-right
shunt across the VSD. The findings of this study can be used to improve patient selection in order to
obtain successful pmVSD closure with Nit-Occlud Lê VSD coil and to predict potential procedure-related
immediate and medium-term complications. Moreover, one might consider transcatheter closure for
achieving normality (including ability for sport activity) in patients with borderline dilatation of the left
heart cavities and significant systolic murmur. More patients and longer follow-up in the years to come
will define the real role of this device in transcatheter VSD closure.

Acknowledgement: Sincere gratitude is extended to the Proctor, Dr. Trong Phi Le, for cooperation and the
feedback.

Funding Statement: The authors received no specific funding for this study.

Author Contributions: The authors confirm contribution to the paper as follows: study conception and
design: Prijić S, Vukomanović V, Košutić J, Cerović I, Stajević M, Ninić S; data collection: Cerović I,
Popović S, Krasić S; analysis and interpretation of results: Prijić S, Košutić J, Vukomanović V,
Dizdarević I; draft manuscript preparation: Cerović I, Košutić J, Prijić S. All authors reviewed the results
and approved the final version of the manuscript.

CHD, 2023, vol.18, no.3 369



Availability of Data and Materials: The datasets generated and analyzed during the current study might be
available if request is directed to corresponding author.

Ethics Approval: The study was performed in accordance with ethical standards of Helsinki Declaration and
Ethical Committee of Mother and Child Health Institute of Serbia (Approval Number 08/20/23). The written
informed consent for interventions was obtained from the patients’ legal guardians.

Conflicts of Interest: The authors declare that they have no conflicts of interest regarding the present study.

References
1. Yang, J., Yang, L., Wan, Y., Zuo, J., Zhang, J. et al. (2010). Transcatheter device closure of perimembranous

ventricular septal defects: Mid-term outcomes. European Heart Journal, 31(18), 2238–2245. https://doi.org/10.
1093/eurheartj/ehq240

2. Carminati, M., Butera, G., Chessa, M., de Giovanni, J., Fisher, G. et al. (2007). Investigators of the european VSD
registry. Transcatheter closure of congenital ventricular septal defects: Results of the european registry. European
Heart Journal, 28(19), 2361–2368. https://doi.org/10.1093/eurheartj/ehm314

3. Kosutic, J., Stajevic, M., Sehic, I. et al. (2010). Indikacije i optimalan uzrast za hiruršku korekciju izolovanog
otvora međukomorske pregrade. In: Zdravkovic, D. (Ed.), Issues in paediatrics, vol. 31, pp. 321–328.
Belgrade: Zavod za udzbenike i nastavna sredstva [in Serbian].

4. Haas, N. A., Kock, L., Bertram, H., Boekenkamp, R., de Wolf, D. et al. (2017). Interventional VSD-closure with
the Nit-Occlud® Lê VSD-coil in 110 patients: Early and midterm results of the EUREVECO-registry. Pediatric
Cardiology, 38(2), 215–227. https://doi.org/10.1007/s00246-016-1502-8

5. Odemis, E., Saygi, M., Guzeltas, A., Tanidir, I. C., Ergul, Y. et al. (2014). Transcatheter closure of perimembranous
ventricular septal defects using Nit-Occlud® Lê VSD coil: Early and mid-term results. Pediatric Cardiology,
35(5), 817–823. https://doi.org/10.1007/s00246-013-0860-8

6. PFM medical (2014). Nit-Occlud® Lê VSD. https://www.pfmmedical.com/productcatalogue/occluder/nit_
occludr_le_vsd/index.html

7. Lock, J. E., Block, P. C., McKay, R. G., Baim, D. S., Keane, J. F. (1988). Transcatheter closure of ventricular septal
defects. Circulation, 78(2), 361–368. https://doi.org/10.1161/01.CIR.78.2.361

8. Chungsomprasong, P., Durongpisitkul, K., Vijarnsorn, C., Soongswang, J., Lê, T. P. (2011). The results of
transcatheter closure of VSD using Amplatzer® device and Nit Occlud® Lê coil. Catheterization and
Cardiovascular Interventions, 78(7), 1032–1040. https://doi.org/10.1002/ccd.23084

9. Houeijeh, A., Godart, F., Jalal, Z., Ovaert, C., Heitz, F. et al. (2020). Transcatheter closure of a perimembranous
ventricular septal defect with Nit-Occlud Lê VSD coil: A French multicentre study. Archives of Cardiovascular
Diseases, 113(2), 104–112. https://doi.org/10.1016/j.acvd.2019.11.004

10. Kozlik-Feldmann, R., Lorber, A., Sievert, H., Ewert, P., Jux, C. et al. (2021). Long-term outcome of
perimembranous VSD closure using the Nit-Occlud® Lê VSD coil system. Clinical Research in Cardiology,
110, 382–390. https://doi.org/10.1007/s00392-020-01750-6

11. Yang, L., Tai, B. C., Khin, L. W., Quek, S. C. (2014). A systematic review on the efficacy and safety of
transcatheter device closure of ventricular septal defects (VSD). Journal of Interventional Radiology, 27(3),
260–272. https://doi.org/10.1111/joic.12121

12. Tanidir, I. C., Baspinar, O., Saygi, M., Kervancioglu, M., Guzeltas, A. et al. (2020). Use of lifetech™ konar-MF, a
device for both perimembranous and muscular ventricular septal defects: A multicentre study. International
Journal of Cardiology, 310, 43–50. https://doi.org/10.1016/j.ijcard.2020.02.056

13. Haddad, R. N., Daou, L. S., Saliba, Z. S. (2020). Percutaneous closure of restrictive-type perimembranous
ventricular septal defect using the new KONAR multifunctional occluder: Midterm outcomes of the first
middle-eastern experience. Catheterization and Cardiovascular Interventions, 96(3), E295–E302. https://doi.
org/10.1002/ccd.28678

370 CHD, 2023, vol.18, no.3

https://doi.org/10.1093/eurheartj/ehq240
https://doi.org/10.1093/eurheartj/ehq240
https://doi.org/10.1093/eurheartj/ehm314
https://doi.org/10.1007/s00246-016-1502-8
https://doi.org/10.1007/s00246-013-0860-8
https://www.pfmmedical.com/productcatalogue/occluder/nit_occludr_le_vsd/index.html
https://www.pfmmedical.com/productcatalogue/occluder/nit_occludr_le_vsd/index.html
https://doi.org/10.1161/01.CIR.78.2.361
https://doi.org/10.1002/ccd.23084
https://doi.org/10.1016/j.acvd.2019.11.004
https://doi.org/10.1007/s00392-020-01750-6
https://doi.org/10.1111/joic.12121
https://doi.org/10.1016/j.ijcard.2020.02.056
https://doi.org/10.1002/ccd.28678
https://doi.org/10.1002/ccd.28678


14. Sun, H., Luo, G., Du, Z., Ji, Z., Pan, S. (2021). Transcatheter closure of perimembranous ventricular septal defect
using the amplatzer duct occluder II. Congenital Heart Disease, 16(2), 151–157. https://doi.org/10.32604/CHD.
2021.014770

15. Nguyen, H. L., Phan, Q. T., Dinh, L. H., Tran, H. B., Won, H. et al. (2018). Nit-Occlud Lê VSD coil versus duct
occluders for percutaneous perimembranous ventricular septal defect closure. Congenital Heart Disease, 13(4),
584–593. https://doi.org/10.1111/chd.12613

16. Bulut, M. O., Küçük, M., Ballı, Ş., Çelebi, A. (2016). Treatment of severe hemolysis following Nit-Occlud Lê
VSD coil implantation with amplatzer duct occluder II. Archives of the Turkish Society of Cardiology, 44(7),
593–596.

CHD, 2023, vol.18, no.3 371

https://doi.org/10.32604/CHD.2021.014770
https://doi.org/10.32604/CHD.2021.014770
https://doi.org/10.1111/chd.12613

	Transcatheter Ventricular Septal Defect Closure with Nit-Occlud L&#x00EA; VSD Device&#x2014;Five Years’ Experience and Literature Review ...
	Introduction
	Patients and Methods
	Results
	Discussion
	flink5
	References



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.4
  /CompressObjects /Off
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile (None)
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages false
  /ColorImageDownsampleType /Average
  /ColorImageResolution 300
  /ColorImageDepth 8
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /FlateEncode
  /AutoFilterColorImages false
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages false
  /GrayImageDownsampleType /Average
  /GrayImageResolution 300
  /GrayImageDepth 8
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /FlateEncode
  /AutoFilterGrayImages false
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages false
  /MonoImageDownsampleType /Average
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000500044004600206587686353ef901a8fc7684c976262535370673a548c002000700072006f006f00660065007200208fdb884c9ad88d2891cf62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef653ef5728684c9762537088686a5f548c002000700072006f006f00660065007200204e0a73725f979ad854c18cea7684521753706548679c300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA <>
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020b370c2a4d06cd0d10020d504b9b0d1300020bc0f0020ad50c815ae30c5d0c11c0020ace0d488c9c8b85c0020c778c1c4d560002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken voor kwaliteitsafdrukken op desktopprinters en proofers. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents for quality printing on desktop printers and proofers.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /NoConversion
      /DestinationProfileName ()
      /DestinationProfileSelector /NA
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure true
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles true
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /NA
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /LeaveUntagged
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [300 300]
  /PageSize [612.000 792.000]
>> setpagedevice


